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   PATIENT WEIGHING SYSTEM – Operation Manual
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1. Place bed in desired location.  Be sure load cells are down and locked position. In order to lower and lock load cells Bed must be on wheels.

2. Bring Bed to sleeping positing – wheels off the floor.

VERIFY - Wheels off floor - Load cells on floor.  

3. Be sure all required bedding is on the bed, but patient is not in the bed.

4. If scale is not on, press circle power button (Far left button on display).

5. MASTER ZERO.   Press (and hold for 4 seconds) the Total Weight button (just above Master Zero label in red.)  Release after 2 beeps.  >>IMPORTANT<<  Never activate Master Zero with patient in bed.
  Note: Long presses only used for setup functions like zero and alarm set.

6. Scale displays 0.0  -  ready for patient to enter bed.  Put patient in bed.

7. Scale displays total weight of patient after a few seconds.

8. To add or remove bedding or other items, press HOLD button.  When finished press WEIGH button to resume weighing function.

9.  Scale may revert to standby (SLEEP) mode after 10 minutes of inactivity. (Displays ‘SCALE’.)   To wake up scale simply press WEIGH or HOLD.  WEIGH and HOLD buttons are the only ones normally used after setup.      .         
<<SEE OTHER SIDE FOR ADVANCED FEATURES>>             .

ADVANCED FEATURES

(May or may not be enabled on this bed)

1. Weight Change:  To use this feature, press Weight Change button (quick press).   Arrow points towards Weight Change label on display.

2. Patient Zero: Press and hold this same button for 4 seconds (long press) to zero out the patient weight.  Release after 2 beeps.  Scale reads 0.0.

3. Patient Weight Change:  Weight (of patient) increase or decrease will display in absolute numbers starting from  zero (plus or minus).  

4. Total Weight:  For total weight mode press (quick) Total Weight  button .  

5. Alarm Feature: To use Alarm feature, press and hold center Clear Alarm button.  Press for 3-4 seconds (Long press to set alarm).  Release after 2 beeps. Note: arrow points toward Alarm Set.   Alarm is now armed.

6. Buzzer will sound if patient exits bed or if left in HOLD mode too long.  

7. To silence alarm press Clear Alarm button (quick press).

8. To switch units (kg or lb) – long press on WEIGH button (if enabled).

Never activate Master Zero with patient in bed

SCALE SHOULD BE LEFT ON AT ALL TIMES  

DO NOT TURN OFF
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